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Background
Since microscopic slides can now be automatically digi-
tized and integrated in the clinical workflow, quality
assessment of these Whole Slide Images (WSI) has
become a crucial issue. At this time, the quality of a WSI
is verified a posteriori by a technician or by a pathologist.
There is however a significant amount of WSI that are
too insufficient in quality (blurred, bad colors, poor con-
trast.) to be used for diagnoses. These slides have then to
be scanned again with delay thus slowing down the diag-
nostic workflow.
To address this problem, we chose to design a method
of quality assessment followed by reacquisition, as
opposed to a process of enhancement or restoration
[1,2]. Such process indeed too frequently results in the
degradation of image quality, a key factor in medical
diagnosis.
The quality of a flat image can be defined by several
quantifiable parameters such as color, brightness, and
contrast. One of the most important parameters, yet diffi-
cult to assess, is the focus sharpness (i.e. the level of focus
blur) [3]).
Quality assessment of WSI is much more complex than
that of flat images because of their intrinsic structure
made of multiple magnification levels (pyramidal struc-
ture) and resolutions above the gigapixel. One study [4]
has shown the possibility of comparing the tiles’ contrast
and entropy in two WSI obtained with two different
scanners digitizing the same slide. Another work [5]
assessed the focus sharpness of the tiles of a WSI with
the generation of a focus assessment map of the WSI at a
given magnification level. However, both these methods
still require a human eye to assess if the WSI must be
accepted or discarded after the scan.
We describe here a fast method to automatically
assess quality and to accept or discard WSI at the time
of acquisition.
Material and methods
Material and software
For the computations that follow, we used a machine at
the University Paris Diderot
Paris 7, with the following configuration: 2 Quad-Core
Xeon X5450 3.0GHz/2x6MB, 8GB 667MHz FBD RAM.
The program implementing the new quality assess-
ment method has been developed in Java Web with the
NetBeans 6.1 Integrated Development Environment, the
Tomcat 6 application server and the database server
MySQL 5.
The web survey was developed in PHP5 and MySQL 5.
The tiles of each magnification level of the WSI need
to be accessible to perform the analysis. Many open-
source programs [6,7] as well as proprietary ones [8]
can be used to extract WSI files from different formats
(3dHistech, Aperio, Hamamatsu, Olympus) into series of
tiles at different magnification levels.
Methods
Once the tiles are extracted, the saturation of each of them
is computed. In every system, many “blank tiles” are stored
because they contain visual artifacts detected as regions of
interest but do not contain any specimen. As these blank
tiles have saturation values close to zero, our system dis-
cards them from the set of images to analyze, saving from
5 to 40 percents of the time required to complete an ana-
lysis of a virtual slide at maximum magnification.
The remaining tiles are then analyzed with different
tests such as blurriness, contrast, brightness and color.
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More tests can be integrated as plug-ins in the program.
For the blurriness assessment we used a fast reference-
free method designed to compute accurately the amount
of blur in a single tile based on an edge brightness ratio
[9]. Other tests such as contrast, brightness and color
assessment are a result of computations made on the
tile’s pixels vales, compared with their respective thresh-
olds. For instance, one test could be to check if more
than 90% of the pixels color values inside a tile were
contained in three ranges of color.
Each tile receives quantitative and qualitative scores
for each of the analyzed parameters and are compared
to their respective thresholds. Note that the tiles can be
virtually split to add granularity and refine the final
assessment. For instance, at a 2x magnification, if more
than 90% of the tiles are considered sharp, the complete
2x layer of the WSI is considered as sharp. If more than
70% of the 10x magnification is considered sharp, the
10x layer of the WSI is considered as sharp.
The analysis can be limited to the lower magnification
levels of a WSI for a quicker result or extended to the
highest magnification level for a more comprehensive
quality assessment.
Once the tile analysis is done, if the WSI passed the
quality assessment tests at each processed layer of mag-
nification the WSI is suitable for further use.
In order to test and validate the method, we analyzed
a series of 100 WSI made of a mix of WSI with optimal
focus and of WSI with various blurred areas, some of
them being obviously totally blurred. We compared the
computer assessment of these WSI to the human assess-
ment in two settings:
- We first presented the 100 WSI in a random order
to two observers from our research team.
- We then conducted a web survey [10] among 22 trained
pathologists, asking them whether the overall quality of
each WSI seemed sufficient for a clinical use. The human
assessment was distributed among three possible answers:
Poor; Fair; Good. The computer assessment represented
the computed highest acceptable magnification for a WSI,
higher magnifications being therefore considered by the
computer as of insufficient quality for diagnosis.
Results and discussion
In the following, we use the blur assessment method
described in the method section as an example to
describe any other quantifiable criterion in an image, to
be used a fortiori to assess the quality of WSI.
The complete quality assessment method is a logical
intersection of independent tests, marking a WSI as of
insufficient quality if at least one of the tests fails.
We applied the quality analysis routine with the blur
assessment parameter on hundreds of WSI. An example
of automatic blur assessment is shown in Figure 1.
On a collection of 100 WSI, two observers could easily
assess the overall level of quality they observed and they
visually verified that the thresholds we set were highly
predictive of the global sharpness or blurriness of the
WSI.
For the web survey, the results [10] obtained after the
visual analysis on 100 WSI by 22 pathologists are shown
in Figure 2. The results found by our algorithms are
fully consistent with the pathologists’ answers to the
survey: the mean computer assessment is 1.25X with a
standard deviation of 2.37X in the “poor” human assess-
ment category, increasing to 2.90X with a standard
deviation of 2.51X in the “fair” category and to 6.35X
with a standard deviation of 5.57X in the “good”
category.
However, the survey showed that the human assess-
ment do not entirely correspond to the computer
assessment, due to the fact that some diagnoses do not
need high magnification for human eyes to be done.
Indeed, a high computer quality at low magnification
was sometimes enough to give a correct diagnosis (blue
disks on the lower right part of Figure 2), but a high-
level computer assessment (computed high quality at
high magnification) always corresponded to a high level
human assessment (blue disks on the upper right part of
Figure 2).
As further improvements of our method, we will con-
textualize the assessment by refining the thresholds
depending on staining and lesion.
In terms of computing speed, Zerbe et al.[5] showed a
distributed computing model to assess the focus sharp-
ness of a WSI, generating a focus assessment map of
the WSI at a given magnification level in around 6 min-
utes per gigapixel per computer. We analyzed on our
machine (see Material and software sub-section) 8 com-
plete 1.73 gigapixel digital slides in 400 seconds as eight
distinct threads, equivalent to 34 Megapixels per second
or 2 gigapixels per minute, per computer. Already 12
times faster than the previous method, we are currently
optimizing the program into a multi-thread, multi-node
parallel processing system using C++ with OpenMP and
OpenMPI libraries to scale it up to match demanding
industry requirements. A plug-in support and an API
are also being integrated in this optimization to facilitate
further integration.
Conclusions
As quality assurance is crucial in a context of daily use
in diagnostic pathology, we have developed a fast and
reliable reference-free tool for quality assessment of
WSI.
Our method can be used upstream, as a calibration
and quality control tool for the WSI acquisition systems,
or as a tool to reacquire tiles while the WSI is being
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Figure 1 Automatic quality analysis of a virtual slide (parameter used: blur) A represents the thumbnail of a whole slide image (H&E
staining) whose upper third part is in focus and lower two thirds part is totally out of focus. Each thumbnail B to F shows sharp tiles in green
and blurry tiles going from white (a little blurry) to red (the most blurry). Out of 43 tiles at 1.25x (B), 83% were detected as non-blank, and 36%
were detected as sharp. For C, D, E and F, the respective values were (146 tiles, 2.5x, 86% non-blank, 34% sharp), (493 tiles, 5.0x, 83% non-blank,
33% sharp), (1751 tiles, 10.0x, 77% non-blank, 31% sharp), (6589 tiles, 20.0x, 76% non-blank, 25% sharp). The WSI is thus considered as of
insufficient quality in terms of blurriness, for all its magnification levels being under their respective blur assessment thresholds.
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scanned. It can also be used downstream to reacquire
the complete slides that are below the quality threshold
for surgical pathology analysis.
We are currently optimizing the program to improve
its speed and refining its threshold, according to the
magnification levels, the staining of the slides, and the
type of acquisition devices used.
Such quality assessment scores could be integrated as
metadata in WSI shared in clinical, research or teaching
contexts, for a more efficient medical informatics workflow.
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Figure 2 Comparison between voted overall quality and best detected magnification Distribution of the (human assessment; computer
assessment) pairs for 100 WSI with various blurred levels. Human assessment is distributed in three categories: poor/fair/good quality for
diagnosis. Computer assessment is distributed in five different magnifications (from 1.25X to 20X): it shows the highest acceptable magnification
for a WSI, i.e. the magnification for which the WSI computed quality is sufficient, implying that higher magnifications of this WSI are of
insufficient quality. The surface of the disk is proportional to the number of identical pairs. The horizontal bars represent the mean of the highest
acceptable magnifications of the computer assessment at each category of human assessment, with vertical bars as their respective standard
deviation.
Ameisen et al. Diagnostic Pathology 2013, 8(Suppl 1):S23
http://www.diagnosticpathology.org/content/8/S1/S23
Page 4 of 5
Published: 30 September 2013
References
1. Kim SK, Paik JK: Out-of-focus blur estimation and restoration for digital
auto-focusing system. Electronics Letters 1998, 34(12):1217-1219.
2. Lam EY, Goodman JW: Iterative statistical approach to blind image
deconvolution. J. Opt. Soc. Am. A 2000, 17(7):1177-84.
3. Ferzli R, Karam LJ: A No-Reference Objective Image Sharpness Metric
Based on the Notion of Just Noticeable Blur (JNB). Image Processing, IEEE
Transactions on 2009, 18(4):717-728.
4. Walkowski S, Szymas J: Quality evaluation of virtual slides using methods
based on comparing common image areas. Diagn Pathol 2011, 6(Suppl
1):S14.
5. Zerbe N, Hufnagl P, Schlüns K: Distributed computing in image analysis
using open source frameworks and application to image sharpness
assessment of histological whole slide images. Diagn Pathol 2011,
6(Suppl 1):S16.
6. Triola MM, Holloway WJ: Enhanced virtual microscopy for collaborative
education. BMC Medical Education 2011, 11(1):4.
7. Deroulers C: NDPITools. [Internet]. 2011, [cited 2012 Apr 30]. Available
from: http://www.imnc.in2p3.fr/pagesperso/deroulers/software/ndpitools/.
8. Aurora Interactive: mScope medical communication solution. [Internet].
2002, priority date 2010 Dec 13.
10. Ameisen D, Bertheau P: Results of the quality assessment in virtual slides
survey [Internet]. 2011, [cited 2012 Apr 30]. Available from: http://virtual-
slides.univ-paris7.fr/flou/results.php.
doi:10.1186/1746-1596-8-S1-S23
Cite this article as: Ameisen et al.: Stack or trash? Quality assessment of
virtual slides. Diagnostic Pathology 2013 8(Suppl 1):S23.
Submit your next manuscript to BioMed Central
and take full advantage of: 
• Convenient online submission
• Thorough peer review
• No space constraints or color figure charges
• Immediate publication on acceptance
• Inclusion in PubMed, CAS, Scopus and Google Scholar
• Research which is freely available for redistribution
Submit your manuscript at 
www.biomedcentral.com/submit
Ameisen et al. Diagnostic Pathology 2013, 8(Suppl 1):S23
http://www.diagnosticpathology.org/content/8/S1/S23
Page 5 of 5
